[Fluoroscopic image capturing and DICOM storage application in the cardio-catheter room].
This paper analyses the data structure of DICOM standard by the applications in the Non-DICOM format fluoroscopic images converted into the DICOM format images. It puts forward a solution to integrate the Multi-Channel Electrophysiology Recorder System with the X -ray system in the cardio-catheter room.